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Etape 1

la vidéo

Débridement
de la plaie au laser

Avant le débridement au laser

Comment fonctionne le laser Erbium?

Le laser Er: YAG pulsé eémet une lumiere d'une longueur d'onde de 2940 nm
correspondant au pic d'absorption d'eau. Comme 90% des tissus mous sont
constitués d'eau, la majeure partie de I'énergie laser est absorbée
superficiellement.

Chaque passage de l'erbium chauffe les tissus & plus de 300°C. Par conséquent,
I'eau contenue dans les tissus se dilate rapidement pour éjecter les débris
carbonisés de la surface de la plaie sans laisser d'escarre nécrotique.

L'essentiel est que les tissus viables restent sains, car leur forte teneur en eau
(sang dans les capillaires) agit comme une barriere naturelle au rayonnement du
laser Erbium : toute I'énergie est absorbée dans une zone tres superficielle
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Etape 2 e SAVOR

plus

Régéneération
tissulaire au laser
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Erbium est divisé en micro-ondes qui créent des épi-
centres d’'ondes de stress a la surface du tissu. Les
zones de micro-ablation & la surface sont infé-
rieures A 50 microns, ne causant aucune dou-
leur ni dommage tissulaires importants. Les
impulsions laser courtes générent des ondes
de stress mécaniques qui pénetrent dans
les tissus environnants, avec une énergie et
une durée reglables pour contrdler la pro-
fondeur du microtraumatisme. De puis-
santes ondes acoustiques forment des
zones de micro blessures jusqu'd 6mm de
profondeur, endommageant sélective-
ment les membranes cellulaires, les
noyaux ou les cellules individuelles sans
endommager les zones environnantes. Le
traitement RecoSMA améliore la microcir-
culation, le métabolisme et les réparations
des tissus.

Epicentres of acoustic
Laser beam waves (microexplosions)

Epidermis

Dermis
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Le Laser Erbium YAG a modulation
spatiale, comme traitement
e l'ulcere diabétique
(Chilgar & Andurkar, 2023)
Données démographique des patients:

- Taille de I'échantillon: 59 patients (47 hommes, 12 femmes)

- Répartition par I'dge: la majorité ( 33,9% ) étaient 4gés de 61 a 70 ans

- Comorbidités: 39% souffraient d'hypertension,
81,4% souffraient du diabéte depuis 1 a 10 ans

Caractéristiques de la plaie:

- Surface initiale: moyenne de 25,7 cm? (mégane: 12 cm?)

- Durée des ulcéres: moyenne de 34 semaines

- Site le plus courant: avant-pied plantaire droit (27.1%)

Procédure:

- Etape 1: débridement a I'aide du laser Er-YAG

- Etape 2: biostimulation a I'aide de la technologie RecoSMA

Résultats du traitement:

- Session requises: moyenne de 4,41 traitements au laser (plage : 1-11)

- Fermeture de la plaie: obtenue chez tous les patients sans intervention chirurgicale

- Suivi: aucune récidive d'ulcére observée sur les sites traités ( suivi moyen :22,95 par mois)
Avantages du traitement au laser Er-YAG et RecoSMA

- Mini-invasive: effectuée en ambulatoire sans avoir besoin d'anesthésie ou hospitalisation
- Obture de la plaie: réalisée chez tous les patients sans intervention chirurgicale

- Suivi: aucune récurrence d'ulcére n'a été observée sur les sites traités

- Sécurité: aucun dommage théorique aux tissus environnants

Conclusion

- Efficacité: la combinaison du laser Er-YAG pour le détriment et de RecoSMA pour la

biostimulation était trés efficace dans le traitement des ulcéres diabétiques

- Pertinence clinique: suggére le laser Er-YAG comme alternative viable au débridement

chirurgical traditionnel, offrant un traitement moins investir et efficace pour les DFU

OBTENIR Df Bﬂw; C[/u] Y

le papier

EgE
L

plastic, reconstructive, microchirurgie lymphatique, expert en laser
médical, chercheur au département de chirurgie en plastique,
Elrevo Clinic, Aurangaag, Maharashtra, Inde
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Patient de 70 ans présentant un
ulcére diabétique du pied droit avec
exposition du tendon.

Durée d'évolution: 8 semaines
Surface initiale: 60 cm?

Nombre de séances: 8

Temps de cicatrisation: 9 semaines
Suivi:6 mois

Etudes cliniques

Patient de 71 ans présentant un ulcére
du tiers inférieur de la jambe droite.
Durée d'évolution: 68 semaines
Surface initiale: 36 cm?

Nombre de séances: 6

Temps de cicatrisation: 7 semaines
Suivi: 5 mois

Patiente de 76 ans présentantunulcére
rs i’n’férieu'r dela jambe. droite.
ureed évolution: 60 semaines
108 cm?>
le séances: 8

on-9semaines
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Dr. Harikrishna K.R. Nair,
DMU, S.I.S, KMN

Head of Wound Care Unit,
Hospital Kuala Lumpur

Dr. Mario A. Trelles,
MD, PhD, EAFWH
Plastic and Aesthetic,
Surgeon, President
of The European Laser
Association (ELA)

Assoc. Prof. Igor Frangez,
MD/MDS, PhD, EAFWH
Head of Department

for Surgical Infections
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European Laser Association

L'association européenne du laser
(ELA) supervise I'Utilisation des lasers
dans les traitements médicaux et suit
de pres le travailinnovant de LINLINE
Médical System dans le
développement de Ila technologie
laser Er:YAG, en particulier la
méthodologie RecoSMA pour les
ulceres chroniques des membres
inférieurs (CLEU).
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Shaare Zedek Medical Center,
Jerusalem

L'introduction de LINLINE
La plate-forme laser multiligne
(LINLINE Médical Systems, Riga

Lettonie) de notre département de
chirurgie vasculaire a fourni une
approche prometteuse pour traiter les
plaies de longue date et non
cicatrisées. La capacité d'effectuer le
débridage des plaies sans anesthésie,
combinée a la stimulation, permet la
conversion des plaies chroniques en
une phrase aigué, ce qui peut accélérer
la guérison.

www.szmc.org.il

Prof. Jean-Paul
MENINGAUD, MD, PhD
Head of the Dept. of
Plastic and Maxillofacial
Surgery

llya Goldin, MD
Head of Vascular
Surgery Unit
Shaare Zedek Medical

Center, Jerusalem, Israel
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Dr. Nilesh G. Satbhai -
M.S, M.Ch (Plastic Surgery),

Consultant Plastic, Aesthetic,

Hand & Reconstructive
Microsurgeon



Etudes cliniques

M, 56, Frostbite dans les mains, 12 séances

74 15
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Etudes cliniques

F, 31 ans, plaie non cicatrisante aprés mastopexie, 5 séances

de jambes dans le syndrome de Budd Chiari,




Etudes cliniques

E, 31, Ulcére neurotrophique posttiaumatique du pied,
26 séances
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MULTILINE

Systeme laser haute énergie

Nous avons combiné les résultats de 24 ans de recherche et de
développementdelatechnologie en une seule plate-forme laser.

MULTILINE est un systéme laser médical unique avec un systéme de
puissance et de contréle universel intégré avec des émetteurs laser
compacts. La conception innovante de I'appareil permet le
remplacement des émetteurs laser, ce qui modifie le profil de
I'appareil etle transforme en un outil différent.

Parameétres techniques

Nd:YAP/KTP Nd:YAP Nd:YAP/ . ;
Acti di /Q-Switched  RUBY Al Aleg it 3-wavelength Q-switched E:JAS_. E;'IA';G
SURAD e Laser Ruby laser e>|<c1n e long pulse Laser | v qul
for vessels gLy Laser scalpel epilator g et
7 1079/ 1079/1340/
/% Wavelength it 694 nm 755 nm 1440 nm 1079 nm 2936 nm 2936 nm
% AERES 10-40 3-30 3-30 up to 5-30 2-5
% v J/em? J/cm?® J/em? 80 J/cm’ J/em? J/iem?
%/u se-energy upto5d 0,3-2J 0,3-2J upto7J 0,3-2J 0,3-2J
Repetition rate 5Hz 5Hz 6 Hz 100 Hz 5Hz 10 Hz 4 Hz
/ /ggtgﬁon 10°ns=5"ms | 40 ns-2ms |70 Ns-2 ms 0,2-1ms 10 ns-5ms 0,2-05ms 0,2-0,5ms
Emitting power up to 70/40/15 W
/W 5mm 35 mm | 3;5mm 500 pm 48 mm 3:4mm 5mm
50 um
/ up to
10000/cm’”
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RecoSMA®:
to meet & exceed your expectations

RGCOSMA®Z MULTILINE™ is a unique medical
. . : laser system with an integrated
to satisfy your patients’ demands

universal power and control system
featuring external compact laser

emitters. I_ I " I. I " E

Replacing one laser emitter with
another alters the profile of the
device, taking it to another level
and transforming it into a different

PAINLESS tool. The original design allows the COST-EFFECTIVE
The procedure is well folerated equipment to maintain stable No consumables or frequent
and doesn't require anesthesia outcome parameters and offers maintenance
required durability, resisting
SAFE external mechanical wear. To TIME-SAVING
There are no risks of scarring or simplify its use, MULTILINE™ Quick to perform, no special
alteration of natural pigmentation settings are pre-programmable, preparation required
of the skin producing excellent clinical results.
The device covers over 50 applica- CONFIDENT
T;lcg?)gs-r!'!r\lo\lgénglg\éﬁhe eoidermis, tions in cosmetology, dermatology Guaranteed results, happy
and the skin's barrier function is and surgery. patients

not compromised

CONVENIENT

* RecoSMA mode involves the use of a
Erbium YAG laser emitter and a special

SMAmodule

UNIVERSAL
Suitable for any skin type or body

Short recovery period area

SUN-FRIENDLY

You can offer the freatment even
during the summer months

VISIBLE

A single freatment is enough to

see positive changes Technical pOrOmeTerS

Nd:YAP/KTP Nd:YAP Nd:YAP/ I QUALITY
NATURAL /Q-Switched Alex 3-wavelength  Q-switched. Er:YAG = Er:YAG Long service life and high quality
It friggers self-reparative processes . ) Laser RUBY  Alexandrite L'°“9 P“'Ise | Lf’lse’ Erbium SMA equipment
in ageing or damaged tissues Active medium for vessels Ruby laser laser aser scalpel epilator laser module
Wavelength 1079/ Goanm | 755nm | 197913400079 nm | 2936 nm | 2936 nm
540 nm 1440 nm TRUSTED
MULT_I'EFFECTIVE. . Fluence 10-40 3-30 3-30 upto 5-30 2-5 Over 300 000 procedures have
It provides a strong gkln ||f:hngl J/em? Jem? J/em? 80 J/cm? Jem? Jem? been carried out, no adverse
effect at the same time fighting effects have been recorded
wrinkles and age-related Pulse energy upto5) 0,3-2J 0,3-2) upto7J 0,3-2) 0,3-2)
hyperpigmentation Repetition rate 5Hz 5Hz 6 Hz 100 Hz 5Hz 10 Hz 4Hz
Pulse duration 10ns-5ms  40ns-2ms 70 ns-2 ms 0,2-1 ms 10 ns-5 ms| 0,2-0,5ms | 0,2-0,5 ms
Emitting power up to 70/40/15W
Spot size 5mm 3;5mm  3;5mm 500 pm 4,8 mm 3;4mm 5mm
Microspot size 50 pm
Microbeam up to R
density 10000/cm

recosma.com ° linline-ms.com

N\~ RecoSMA”



RecoSMA®:
Revolution in aesthetics

Unique

RecoSMA® is a unique technology that was developed and patented by LINLINE. It has
nothing to do with other conventional methods, including fractional photothermolysis. This
method allows to achieve real tissue regeneration, it has proved its effectiveness in aesthetics
(rejuvenation, body shaping, stretch marks), in dermatology (post acne, psoriasis), and in
surgery (non-healing wounds, trophic ulcers, etc.)

Safe

More than 350 thousand procedures have been carried out worldwide, no adverse effects
have beenreported.

Clinically proven

To date, a large number of independent clinical studies have been conducted on various
aspects of the use of RecoSMA technology. The results of these studies are published in
leading international scientific journals such as Lasers in Medical Science, Laser Therapy,
Lasersin Surgery and Medicine, etc.

Non-thermal action

Epicentres of acoustic
‘ Laser beam waves (microexplosions)

Epidermis Epidermis
— Microablation —
areas
Dermis Dermis Wave
front
Areas of cell microtraumatising
Epidermis Epidermis
Dermis Wave Dermis

The Er:-YAG 2940 nm wavelength laser beam is efficiently absorbed by water. RecoSMA technology, based
on a sophisticated optical system, converts the main laser beam into thousands of microbeams.The laser
radiation area of 1 cm? is covered by 10 000 microbeams with a diameter of 50 pm. The multiple laser
beams in the impact area of the skin are separated from each other by a distance of 50 um. The surface
absorption of the laser energy causes a fine ablation and powerful acoustic resonance waves which are
transmitted into the tissue. Consequently, collagen fibres undergo separation and microtraumas due to a
pushing force.The tissue repair process leads to the formation of new collagen.

Ultrasound skin examination (22 hz)

BEFORE AFTER 1 MONTH AFTER 3 MONTH

4 Increasing of dermis thickness and density + Increasing of SMAS thickness and density

Clinical studies

Professor Jean-Paul

Meningaud (France)

MD, PhD, FEBOMS, Professor and Head of the
Department of Plastic and Maxillofacial
Surgery at the Henri Mondor University
Hospital, Paris.

Fellow of the European Board

of Oro-Maxillofacial Surgery. President Elect of
the XXV EACMFS Congress. University Hospital Henri Mondor
Results:

«Skin elasticity increased by an average of 14-19%in all patients

- Patients visually looked 4-5 years younger 6 months after the last
treatment

Number of patients: 34
Age:30-72
Number of treatments: 2

Interval: 1 month « Skin wrinkles, texture and tone were improved in all patients

Skin evaluation at: 3,6,9 months

Lasers in Surgery and Medicine Journal

Dr. Mario A. Trelles (Spain)

MD and PhD Maxima Cum Laude, General
Surgeon, Plastic Aesthetic and Reconstructive
Surgeon. President of The European Society
for Laser Aesthetic Surgery (ESLAS), the
Spanish Laser Society (SELMQ) and the
European Laser Association (ELA),
International Editor of the Dermatological
Surgery Journal (US).

Results:

«Overallfacial ageing improved significantly (74%)

- Disappearance or reduction of fine lines and wrinkles (59%)

« Improvement in skin texture, tightening of loose skin

« Minimisation of sallowness and reduction of uneven

Vilafortuny Medical Institute

Number of patients: 16
Age:35-70
Number of treatments: 2

Interval: 3 weeks
pigmentation

Skin evaluation at: 3 months

Lasers in Medical Science Journal

Ultrasound skin examination (22 hz)

INCREASING OF THE DERMIS THICKNESS, % INCREASING OF THE DERMIS DENCITY, %
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Spatially modulated erbium YAG laser
as a treatment for diabetic ulcer

Objective: Diabetic ulcers are a significant healthcare challenge,
capable of diminishing quality of life, lengthening hospitalisation stay,
and incurring substantial costs for patients and healthcare systems.
Erbium-doped yttrium-aluminum-garnet (Er-YAG) laser has been
evolving as a prospective intervention for addressing wounds of
various aetiologies. Despite this, the literature remains limited in
appraising the effectiveness of laser therapy specifically in diabetic
wounds. This study investigates the impact of employing a spatially
modulated Er-YAG laser as a therapeutic approach for treating
diabetic ulcers.

Method: In a single-arm study conducted from November 2017 to
April 2023, patients with hard-to-heal ulcers were treated in a
two-step approach of wound debridement using Er-YAG laser for
ablation and biostimulation through deep tissue resonance using
RecoSMA (Multiline laser system, LINLINE MS, Latvia) laser
technology. Ulcers received weekly laser treatment, together with
routine care until healing occurred and were then followed up to
observe any recurrence. The primary outcome measure was
wound closure; the secondary outcome measures were time to

closure, and the number of laser treatments required. Data

related to sociodemographic details, size and number of diabetic
ulcers, and number of sessions related to laser treatment were
collected using a predesigned, pretested questionnaire before
initiating the treatment.

Results: A total of 59 patients attending the clinic during the study
period with diabetic ulcers were included in the study. The mean
wound surface area at baseline was 25.7cm? (median: 12cm?). The
average number of sessions of laser treatment required was 4.41,
ranging from 1-11. The size of the ulcer reduced with each session of
laser treatment. The diabetic ulcers healed completely at the end of
the treatment, indicating the effectiveness of the Er-YAG/RecoSMA
two-step approach.

Conclusion: Spatially modulated erbium YAG laser is effective as a
therapeutic approach for treating diabetic ulcers.

Declaration of interest: The authors confirm that they have no
affiliations with or involvement in any organisation or entity with any
financial or non-financial interest in the subject matter or materials
discussed in this manuscript.

diabetic foot ulcer ® diabetic ulcer ® diabetic wound @ erbium YAG e hard-to-heal wounds @ laser ® RecoSMA technology e

wound ® wound care ® wound dressing ® wound healing

iabetes is a major public health issue that

is characterised as a global pandemic.

According to the International Diabetes

Federation, 463 million people are

diagnosed with diabetes globally, estimated
to increase by 50% in the next 30 years.!

Diabetic foot ulcer (DFU) is one of the most significant
and devastating complications of diabetes, and is
defined as a foot affected by ulceration associated with
neuropathy and/or peripheral arterial disease of the
lower limb.?

Infection is a frequent complication of DFUs, with up
to 58% of ulcers presenting with infection at a diabetic
foot clinic, rising to 82% in patients hospitalised with a
DFU. These infections are correlated with poor clinical
consequences for the patient and considerable expense
for both the patient and the health care system.? A
person with diabetes is 15 times more likely to undergo
lower extremity amputation than those who do not
have diabetes.* DFU management involves a
multidisciplinary approach.? Several surgical and
medical conservative therapeutic options are available
for treating DFUs.

Laser technology has been used in various medicinal
fields. The erbium-doped yttrium-aluminum-garnet

(Er-YAG) laser with wavelength of 2940nm has been
widely used for scar revision, skin resurfacing, wound
healing and periodontal disease.>°

The pulsed Er-YAG laser emits light within the
mid-infrared portion of the electromagnetic spectrum
with a wavelength of 2940nm, corresponding to the
water absorption peak.

Each pass of the high-power erbium laser heats tissue
to >300°C. As a result, water in the tissue is rapidly
expanded to eject the charred debris from the wound
surface without leaving behind a necrotic eschar.”

Absorption of a short laser pulse creates mechanical
stress waves that propagate out of the laser-irradiated
site into the surrounding tissue.

Using a particular RecoSMA module (Multiline laser
system, LINLINE MS, Latvia), the Erbium laser radiation
is divided into many microbeams, which together

Ram M Chilgar,’? MCh, Consultant Plastic Surgeon*; Smita P Andurkar,? Associate

Professor

*Corresponding author email: drramchilgar@gmail.com

1 Department of Plastic Surgery, Elrevo Clinic, Aurangabad, Maharashtra,
India. 2 Department of Community Medicine, Government Medical College
Aurangabad, Maharashtra, India.

JOURNAL OF WOUND CARE SILK ROAD SUPPLEMENT VOL 32, NO 10, OCTOBER 2023

Downloaded from magonlinelibrary.com by Alex Troshkin on October 13, 2023.



practice

S22

create a periodic structure of the stress wave epicentres
on the surface of the irradiated tissue. Er-YAG laser with
RecoSMA technology produces microablation on the
wound surface and epidermis, and the resonance effect
on deeper tissues underneath the ulcer stimulates the
regeneration mechanism of wound healing.®

The study’s objective is to assess the efficiency of
Er-YAG and RecoSMA laser technology for the
treatment of diabetic ulcers.

Method

The study was conducted in the Department of Plastic
Surgery at Elrevo Clinic, Aurangabad, India. The study
period ran from November 2017 to April 2023. Patients
with diabetic wounds visiting inpatient and outpatient
departments were assessed, and information was
provided to them about the study. Those patients who
provided written consent for publication of data and
photographs were enrolled in the study. The ethics
committee of Ishwar institute of healthcare provided
approval for the study.

Inclusion and exclusion criteria

The inclusion criteria for enrolling the patients for the
study were patients with ulcers who were ready to
follow treatment until complete healing occurred. The
exclusion criteria were lack of consent, missing
follow-up appointments and patients who opted for or
were indicated for secondary surgical procedures to
achieve complete healing.

Sample size

The ulcers were classified as per Wagner’s grading
system.? Sample size was calculated using Cochrane’s
formula, taking the prevalence of diabetes as 8.8% and
prevalence of diabetic ulcers!® as 2.2%, the allowable
error as 4% and 10% non-responders. The sample size
was therefore calculated as 59.

Use of Er-YAG laser for wound healing

The use of the Er-YAG laser for wound healing was
specified in the official user manual of the laser device,
registered and approved by the European Union
notified body, relying on clinical studies conducted
during the CE-Mark certification process. A
prestructured and pretested questionnaire was used to
collect patient sociodemographic data and details
about their condition.

Prior to the laser treatment, the vascular assessment
was performed by manually palpating the dorsalis
pedis artery and posterior tibial artery in dorsum of the
foot and posterior to medial malleolus, respectively.
Both pulsations were palpable in all patients included
in the study.

The technique

After removing the dressing, the wound was cleaned
with saline solution. Wound measurements were taken
using a transparent calibrated grid marking placed on

the wound. The two-step protocol was applied to every
patient included in the study.

Step 1: Short pulse high-power Er-YAG laser ablation
The Er-YAG laser emitter was connected to the laser
device and the ablation mode was selected. The 4mm
Er-YAG laser tip was then attached to the laser handpiece,
and the other parameters of frequency of 3Hz and energy
of 15.9J/cm? were selected. The laser tip was brought
close to the surface of the ulcer avoiding direct contact
with it. It was advised to keep the laser tip at a minimum
of Scm away from the surface of the wound while
performing the laser procedure. The handpiece should be
held in such a way that the laser beam is delivered at
right angles to the wound surface. The smoke evacuator
was used to remove the fumes during the laser procedure.
The laser beam was delivered to the surface and the edge
of the ulcer. It was delivered as a single pass in a
continuous pattern with minimal overlap. More passes
of ablation were used whenever necrotic tissue was
observed on the wound surface in order to reach the
viable tissue. The capillary bleeding on the ulcer surface
indicated adequacy of the laser ablation.

Step 2: Biostimulation with RecoSMA Laser

The Er-YAG handpiece was connected to the multiline
laser machine and the RecoSMA laser mode was selected.
The spatially modulated ablation (SMA) module was
connected to the Er-YAG laser emitter, and the frequency
of 3Hz and energy of 2.30J/cm? were selected. The
RecoSMA laser tip was kept in contact with the wound
surface while firing the laser. The tip should be at a right
angle to the wound’s surface while delivering the laser
beam. The wound surface, edge of the wound and 3cm
periphery of the wound were treated. The laser spots
made a continuous pattern with some overlap. The
smoke evacuator removed the smoke generated while
performing the laser procedure.

RecoSMA technology is a highly specialised optical
technology that spatially modulates the Er-YAG laser
ablation to perform the highly selective mechanical
microdestruction of deeper tissues. It accelerates new
collagen synthesis, enhances revascularisation and
supports the healing process of wounds.

A dry gauze dressing was applied on the wound
surface after the laser treatment, and patients were
advised to change the dressing every alternate day, as
well as apply topical antiseptic ointments and take oral
medications whenever indicated as standard care. The
sessions took place until the ulcer healed.

Clinical photographs of wounds were taken during
each session of laser treatment to compare the progress
of healing.

Patients were advised to avoid direct pressure on the
wounds when following routine activities, and avoid
excessive or strenuous working patterns. The patients
with plantar ulcers were instructed to avoid direct
pressure on the ulcer area until it healed completely.
Removable cast walkers were advised as offloading
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Fig 1. Distribution of study patients based on location of ulcer
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Ulcer location

footwear to avoid recurrence in patients with plantar
ulceration. Adherence to wearing the offloading devices
was not uniform in all patients; however, they were
advised and encouraged to use it during each follow-up
visit in outpatient care. The importance of its use to
prevent ulcer recurrence in future was explained.

Data collection

The data were collected, compiled and entered into an
Excel worksheet (Microsoft Corp., US). It was analysed
using the Statistical Package for Social Sciences trial
version (IBM Corp., US). Descriptive statistics were
calculated, and the Chi-squared test was applied. A
p-value of <0.05 was considered as statistically significant.

Results

Of the 274 patients with diabetic wounds attending the
clinic during the study period, 59 patients who met the
inclusion criteria were included in the study.

Table 1 shows the clinico-socio-demographic
characteristics of patients, of which 47 (79.7%) were
male and 12 (20.3%) were female. The majority
(20, 33.9%) of patients belonged to the 61-70 years' age
group, and only one (1.69%) patient belonged to the
81-90 years' age group. Of the patients, 23 (39.0%)
had systemic hypertension and only one (1.69%)
participant had varicose vein. Moreover, 48 (81.4%)
patients had-diabetes, with duration ranging from 1-10
years. Mean blood glucose level was 236.56mg/dl
(range: 168-318mg/dl).

Table 1. Clinico-socio-demographic profile of study
patients

Parameters n (%)
Age, years 31-40 3(5.1)
41-50 11 (18.6)
51-60 12 (20.3)
61-70 20 (33.9)
71-80 12 (20.3)
81-90 1(1.7)
Sex Male 47 (79.7)
Female 12(20.3)
Associated comorbidities Hypertension 23 (39)
Varicose Vein 1(1.7)
Duration of diabetes, years <1 2(3.4)
1-10 48 (81.4)
11-20 6 (10.2)
>20 3 (5.1)
Blood glucose* levels, mg/d| 101-200 15 (25.42)
201-300 40 (67.80)
>300 4 (6.78)
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Table 2. Details of wound and laser treatment

Parameters n (%)
Duration of ulcer, <34 37 (62.7)
weeks

>34 22 (37.3)
Initial surface area of <25 41 (69.5)
ulcer, cm?

>25 18 (30.5)
Oedema Present 21 (35.6)
Number of laser 1-5 41 (69.5)
treatment sessions

6-10 17 (28.8)

>10 1(01.7)
Aftercare of ulcer Alternate day dressing 59 (100.0)

Antibiotics 37 (62.7)

Enzyme 21 (35.6)

The average ulcer duration was 34 weeks. In 37 (62.7%)
patients, ulcer duration was <34 weeks. Fig 1 shows the
distribution of patients based on ulcer site. The most
common site was right plantar forefoot (27.1%). Average
initial surface area of ulcers were 25cm?. For 41 (69.5%)
patients, the initial surface area of the ulcer was <25cm?,
and for 18 (30.5%) patients, the initial surface area of the
ulcer was >25cm?. The majority of patients (41, 69.5%)
received <5 rounds of laser treatment (Table 2). Figs 2-6
show the results of laser treatment in three patients who
participated in the study.

Of the patients, 37 (62.7%) and 21 (35.6%) received
aftercare in the form of oral antibiotics and enzyme
preparation, respectively, in this study. Alternate day

Table 3. Distribution of study patients according to number
of sessions of laser treatment to wound closure

Parameters Number of p-value
sessions of laser
treatment to
wound closure
n (%) 1-4 >4
Duration of <10 50 (100)* 32 (64) 18 (36) 0.268
diabetes, years
>10 9 (100) 4 (44) 5 (56)
Duration of ulcer, <34 37 (100) 25 (68) 12 (32) 0.181
weeks
>34 22 (100) 11(50) 11 (50)
Associated HTN + 23 (100) 10 (43.5) 13 (56.5)  0.027*
hypertension (HTN)
HTN - 36 (100) 26 (72) 10 (28)
Initial surface area </=25 41 (100) 31 (75.6) 10 (24.4) <0.001*
of ulcer, cm2
>25 18 (100) 5(27.8) 13 (72.2)
Oedema Present 21 (100) 8 (38) 13 (62) 0.007*

*Significant; **Figures in parenthesis are row-wise percentages

S24

dressings were undertaken in all patients until
complete healing.

The average number of sessions of laser treatment
required for complete healing was 4.41 (range: 1-11;
median: 4). Associated hypertension (p=0.027), initial
surface area of ulcer (p=0.001) and presence of oedema
(p=0.007) were significantly associated with number of
laster sessions (Table 3). Follow-up visits were arranged
for all patients after complete healing of the ulcer
(range: 4-70 months, average: 22.95 months). No
recurrence of ulcer was found at the same site.

Discussion

DFUs are a major health concern for people with
diabetes. The occurrence of a DFU significantly affects
the patient’s quality of life. For hard-to-heal ulcers that
are not showing signs of improvement, a specialist’s
opinion on DFU care is warranted. Clinical assessment
and investigations are required to identify the reasons
for the slow progression of healing and to formulate a
treatment plan.

Traditional wound care methods involve various
ointments, topical applications and dressing materials.
Depending on the condition of the wound, surgical
interventions, ranging from simple debridement to
amputation, and major wound reconstruction involving
microsurgery, may be planned. Surgical debridement is
a standard of care for treating hard-to-heal DFUs as it
transitions the hard-to-heal wound into the active
healing stage.'>!3 Amputation leads to major
psychosocial concerns for the patient.

Effective treatment expedites wound healing and
saves patients from prolonged morbidity and increased
mortality risk. Newer technologies, such as the Er-YAG
laser, promote healing or prepare the wound for
reconstructive procedures, such as skin grafting and flap
surgeries. Infection and biofilm on the wound surface
are one of the causes of stalled healing in DFUs,
inhibiting the progression of re-epithelialisation from
the edge of the wound.' The presence of biofilm also
leads to poor granulation tissue formation and necrosis
of the surface layer of the wound.!> Wound debridement
was traditionally achieved through chemical means and
surgery. In recent years, the Er-YAG laser has been used
to perform laser debridement of wound surfaces. It
effectively transitions the hard-to-heal wound to an
active stage of healing. The pain experienced with laser
debridement is reduced and it can be carried out at the
outpatient clinic, whereas sharp surgical debridement
requires the use of the operating theatre.!®

In this study, Er-YAG laser was used to debride the
wound surface through superficial ablation. In this
phase of laser irradiation, the tissues attain vaporisation
temperature within a short time, which is quicker than
the time required to transfer heat to the surrounding
non-irradiated area.!” There is no damage to the tissue
which is not being laser-ablated. The healing commences
with new collagen synthesis from surrounding
non-damaged tissue and does not lead to fibrosis
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formation. The rapid attainment of the vaporisation
temperature also leads to the destruction of
microorganisms as well as necrotic tissue, thus serving
the purpose of cleaning the biofilm from the surface of
the wound.!” Laser ablation with Er-YAG laser is not a
painful procedure and so there is no need for local
anaesthesia or hospitalisation. The procedure takes a
few minutes to complete and can be performed in the
outpatient clinic. The patient can immediately leave the
hospital and continue with their daily routine.

Wound healing involves four significant steps:
haemostasis, inflammation, proliferation and remodelling.
The first three steps are essential for wound closure. The
last step of remodelling is related to scar maturation.
Er-YAG laser with a wavelength of 2940nm improves or
promotes wound healing by laser ablation which is a type
of debridement. It cleans the wound surface and thereby
accelerates the healing process through the production of
heat shock proteins, and delivery of a low concentration
of reactive oxygen species.'® Both mechanisms promote
fibroblast proliferation, resulting in the stimulation of
collagen and extracellular matrix formation.'® The
Er-YAG laser in this present study uses laser ablation for
wound surface debridement, as mentioned earlier in
Step 1 of the laser treatment.

In Step 2, RecoSMA creates the optimal conditions for
wound healing by spatially modulated ablation. In this
step, the Er-YAG laser beam is divided into thousands of
microbeams by a sophisticated optical system. When
these beams hit the surface of the ulcer, they cause an
ablation as well as a resonance effect, creating progressive
acoustic waves moving deeper below the surface of the
ulcer. While progressing through the deeper tissue, these
expanding waves collide with each other, creating the
mechanical destruction of tissue, also known as a

practice

Fig 2. A 70-year-old male patient diagnosed with a right diabetic foot
ulcer on dorsum with tendon exposed. Duration: 8 weeks. Initial area: 60
cm2. Sessions: 8. Time to wound closure: 9 weeks. Follow up: 6 months

Fig 3. A 76-year-old female patient diagnosed with a right leg lower-third ulcer. Duration: 60 weeks. Initial area: 108 cm?. Sessions: 8.

Time to wound closure: 9 weeks. Follow up: 14 months
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. : : . i cavitation effect.l” This mechanical destruction in the
Fig 4. A 48-year-old female patient diagnosed with a right plantar . X .
hindfoot ulcer. Duration: 3 weeks. Initial area: 42 cm2. Sessions: 6. Time to deeper tissue retriggers the inflammatory phase of wound

wound closure: 7 weeks. Follow up: 62 months healing. The inflammatory phase is crucial as it represents
the high activity level of epithelial cells, fibroblast cells
and dendritic cells, producing the inflammatory
mediators to attract platelets, neutrophils, lymphocytes
and macrophages. It leads to neoangiogenesis and the
production of granulation tissue.!® The imbalance of
collagen synthesis and degradation results in delayed or
stalled wound closure,!® as has been observed in clinical
and histological examination.? In this way, the RecoSMA
laser stimulates the body’s own healing mechanism
without any external chemical agent; hence, it is referred
to as laser biostimulation of the healing mechanism. The
Er-YAG laser in this study provided a holistic solution to
wound healing by cleaning the wound by laser ablation
and the inflammatory phase was stimulated by the
RecoSMA laser technique.

Wound healing occurs through re-epithelialisation
from the wound edges and granulation from the depth
of the wound bed. Re-epithelialisation reduces the
dimensions of the wound, while granulation fills the
wound. Both processes are important in wound healing.
The speed of healing also depends on many variables,
such as age, blood glucose level, blood circulation, etc.
The endpoint of healing is the complete coverage of the
wound, either by re-epithelialisation or reconstruction
by a skin graft or flap cover. Healing through
re-epithelialisation benefits the patient by avoiding
hospitalisation, surgical procedures and associated
expenses. There are no clear guidelines on which size of
wound should be healed through primary or secondary
intention, i.e., re-epithelialisation or reconstruction. In
a study by Alcolea at al.,® 16 patients were treated with
Er-YAG laser for wound healing in the lower extremity.

Fig 5. A 48-year-old male patient diagnosed with a left leg lower-third ulcer. Duration: 28 weeks. Initial area: 22cm?. Sessions: 9. Time to
wound closure: 10 weeks. Follow up: 12 months

g
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Fig 6. A 71-year-old male patient diagnosed with a right leg lower-third ulcer. Duration: 68 weeks. Initial area: 36 cm?. Sessions: 6. Time to
wound closure: 7 weeks. Follow up: 5 months

S$28

Of the patients, three (18.75%) achieved complete
healing without the need for surgical intervention. The
initial average area of the wound was 15.7cm?. In the
present study, we included 59 patients with an initial
average wound area of 25cm? and achieved complete
healing without surgical intervention in all patients
included in the study. Based on these observations, we
propose that the Er-YAG laser treatment could be offered
with assurance as a tool for the complete healing of
diabetic ulcers of up to 25cm? without the need for
surgical intervention.

Our selection of diabetic ulcers exclusively for this
study was due to the focus on the increasing incidence
of patients with a diabetic ulcer. Amputations of the
extremities are common in patients with diabetes,
leading to psychosocial disturbances and mortality.
Due to associated comorbidities and financial
concerns, patients become reluctant to take up
treatment at a hospital. Often, such patients arrive in
an advanced stage of infection and consequently
experience a high rate of amputations. Er-YAG laser
with RecoSMA technology provided a convenient,

Reflective questions

® From a patient perspective, what are the potential benefits
and challenges of undergoing laser therapy for diabetic foot
ulcers (DFUs), considering factors such as pain,
convenience and recovery time?

® How might sociodemographic factors, such as age, sex,
duration of diabetes and comorbidities, influence the
response to laser treatment, and what implications could
this have for tailoring treatment plans for patients with
diabetes?

® What additional research or clinical studies would you
recommend to further evaluate and validate the
effectiveness of Erbium YAG laser combined with RecoSMA
technology for treating DFUs, and how might this impact
future treatment guidelines?

cost-effective and efficient solution to diabetic ulcer
healing of any grade and stage.

Limitations

The study had a number of limitations including a
small population size due to some patients being lost
the follow-up, and so is not representative of the wider
population. Therefore, results of this study can not be
generalised to other patient populations.

Use of a different wound healing treatment method
or technique in this present study could have provided
a comparison to the laser treatment.

The patients had varying comorbidities which might
have had different implications for healing, and so
results can not truly represent all patients with diabetes.

The measurement of ulcers using a calibrated grid
could have subjective variations in calculations, and
undertaking histological analysis of healed ulcers could
have produced specific data on regenerated tissue.

Conclusion

Er-YAG lasers achieved wound closure in all 59 hard-to-
heal diabetic ulcers with a mean of 4.41 treatments. The
debridement and biostimulation of the patients' own
inflammatory mechanism resulted in complete healing.
The treatment was convenient for the patients as it could
be performed on an outpatient basis. Further multicentre
studies with diverse patient populations, for example by
dividing patients into groups based on on associated
comorbidities, such as varicose vein, hypertension,
peripheral vascular disease or autoimmune vasculitis to
obtain more precise data for treatment planning and
help to formulate a protocol-based treatment. Software-
based applications for wound measurement could also
provide more precise calculation of the ulcer’s surface
area. Further studies can be conducted to evaluate the
results in the wounds of different aetiologies. Jwe
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Fiche technique — Plateforme laser
Multiline ™ (EXOLUX SAS)

1. Introduction

La plateforme laser Multiline ™ LINLINE est un systéme laser modulaire de pointe
congu pour de multiples spécialités, notamment la dermatologie, I'esthétique, le soin
des plaies, les cliniques vasculaires et les services de chirurgie.

Ce document décrit les spécificités techniques du produit, les applications cliniques,
la garantie et les services d'assistance.

2. Généralités

La plateforme laser Multiline ™ LINLINE est un systéme modulaire polyvalent qui
intégre plusieurs technologies laser en une seule plateforme. Sa conception
adaptable permet des configurations sur mesure pour répondre aux besoins
spécifiques de votre établissement médical.

Composants clés (modules configurables) :

e Module de base (alimentation, contréle, refroidissement) : Le systéeme de
base nécessaire au fonctionnement.

e Téte laser Er:YAG (2936 nm) avec module SMA (technologie
RecoSMA®): Idéal pour I'ablation des tissus, le rajeunissement de la peau, le
resserrement de la peau, le traitement des cicatrices, la prévention des
cicatrices, le débridement des plaies, l'accélération de la cicatrisation des
plaies aigués et chroniques, le traitement de l'acné et diverses affections
cutanées (psoriasis, lichen scléreux, etc.).

e Technologies Clés :

RecoSMA® : Stimule la régénération des tissus pour le traitement des cicatrices, le
lifting de la peau et la cicatrisation des plaies sans intervention chirurgicale.

Technical Specifications:

Laser Type Longueur Energie Taux Durée de Taille du
d’onde d'impulsion de I'impulsi spot
Répéti on
tion
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6 nm - 4-10 40 ns-2 5 mm
Hz ms (50 Mm
microspot
for SMA)

3. Pourquoi choisir le Multiline ™ ?

Polyvalence : Une plateforme unique prend en charge une large gamme de
traitements, ce qui réduit la nécessité d'utiliser plusieurs appareils.
Excellence clinique : Efficacité prouvée par des études cliniques.

Sécurité et confort du patient : Traitements indolores sans risque de
bralures, de cicatrices ou d'hyperpigmentation.

Rentabilité : Aucun consommable n'est nécessaire, ce qui minimise les colts
d'exploitation.

Conception évolutive : Des mises a jour réguliéres du logiciel et des
accessoires permettent a votre systéme de rester a la pointe de la médecine
laser.

Conformité réglementaire : Fabriqué par LINLINE Medical Systems, SIA,
conforme a la réglementation européenne sur les dispositifs médicaux.

4. Garantie et support

Période de garantie : 24 mois pour la plate-forme laser multiligne, a
I'exclusion des consommables (par exemple, les lampes), comme
indiqué dans le mode d'emploi.

Entretien et piéces de rechange : La société maintiendra un stock suffisant
de pieces détachées et d'accessoires pour assurer un entretien rapide. Les
colts des services d'entretien et des composants (en dehors de 'AMC/CMC)
seront convenus séparément.

Formation :

Formation gratuite pour un maximum de trois membres du personnel dans les
locaux de LINLINE a Riga, en Lettonie.

Possibilité de formation sur site (codts a convenir).

Des manuels complets et une assistance technique sont fournis pour garantir
un fonctionnement et un entretien corrects.

Assistance technique : Assistance téléphonique et par courrier électronique
24 heures sur 24, 7 jours sur 7, avec intervention sur site dans les 24 a 48
heures pour les problemes critiques.
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détachées pendant au moins cing ans aprés la vente, assurant ainsi une
fiabilité a long terme.

5. Coordonnées de I'entreprise
EXOLUX SAS
e Address: 14 Rue du Pré Paillard 74940 Annecy

e Email: sarah.de-la-crompe@linline-ms.com
e Phone: +33 0450109734




	Страница 1
	Страница 2
	Страница 3
	Страница 4
	Страница 5
	Страница 6
	Страница 7
	Страница 8
	Страница 9
	Страница 10
	Страница 11
	Страница 12
	Страница 13
	Страница 14
	Страница 15
	Страница 16

